Investigators — Hands On Training 
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«Consistent method/coaching 
«Acceptable tests vs poor tests 
¢-Protocol specifics 

eCalibration and Linearity 

¢-Forced Vital Capacity (and FEV 1) 
e-Reports 

eeQueries 

“CTMT 
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INSPIRING RESPIRATORY HEALTH 


" User name: €Sp-user 


Microsoft ue ¢ Password: kokolink 
Windows 
., Professional . Click the “OK” button 


Mcrosoft Corporation 


. The system will advance 
to synchronization screen 


User name: 


Password: | + ~~ NOTE: please use this 


same login if the screen 


oK || Cancel | [Shut Down... saver is activated 
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Yispire 
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a ee a 


Opening 


ire Research Spirometry CN == 


Ai! Pal 
far sbudins: preatecd! murnber IkSPingKG Reseinatoay HEALTH 


WE Pee PROIGRE ba 


Checking nSpire 
connection O 


be anti 
Last 5 rcheonastion 
25 Felvuary ab 15:50 
ou last syinchroanieed 


19 days ago. Vou should 
synchronise daily. 


wSpeivage 
Commer Peau: 


api * : 
Healivecare Fav. er 


STRICTLY CONFIDENTIAL - NOT FOR DISTRIBUTION 


INSPIRING RESPIRATORY HEALTH 


When Synchronization is 
complete the eSP login screen 
will appear. 


Study ID: Control 
Login: tech1 


Password: tech1 


Click on the “Log On” button 
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Spi re. Calibration and Linearity 


INSPIRING RESPIRATORY HEALTH 


Calibration 

¢ Ensures accuracy 

¢« Three different flow rates are required: slow; medium; and fast 

¢ Reports generated for each successful calibration must be printed and filed. 

¢ Calibration must be performed on each testing day. Successful calibration is required 
before testing is permitted. 


—_ | 


Linearity 

¢ An additional volume calibration check to assess accuracy 
across all required flow rates 

¢« Performed weekly, after a calibration. 
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2. 
yispire 


i Weather Si 


INSPIRING RESPIRATORY HEALTH 


Hardware connects via USB to laptop. 


Software automatically captures environmental values prior to calibration. 


Temp. (Celsius): 23. 
Barometric (mmHg): |760| 
Humidity (%): 50.000 


eambient temperature (°C), 
ebarometric pressure (mmHg) 
erelative humidity (%) 


Be sure not to place the weather station near a heat or cooling source, 
such as the computer or an air-conditioning duct. 
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Printing Calibration Re} 


Vispire 


Previous | Next | Last | Print | Close 


Calibration Perfonmed: 29/MAR/2007 18:51:36 
Calibration Successful on Device #D202032323025 
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If the calibration was successful the 
report will appear. 


This the only opportunity to print 
this report. 
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ViSpire Login, Calibration and Line 


INSPIRING RESPIRATORY HEALTH 


Demonstration and Practice 
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Log On to Windows INSPIRING RESPIRATORY HEALTH 


_ Windows: 


Professional 


User name: 


t) 


yispire 


NSPIRING RESPIRATORY HEALTH 
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Subject Testing 
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Study Visit Structure 


INSPIRING RESPIRATORY HEALTH 


Visit Name Interval Stage Notes 
Visit 1-Screening Pre FVC Vi Pre FVC FEV 1 Inclusion 
Post FVC V1 Post FVC Reversibility Check 
Visit 2-Rand Pre FVC V2 Pre FVC FEV 1 Inclusion 
Reversibility Check 
Post FVC V2 Post FVC Stability Check 
Visit 3-Week 1 Pre FVC V3 Pre FVC Stability Check 
Post FVC V3 Post FVC 
Visit 4-Week 2 Pre FVC V4 Pre FVC Stability Check 
Post FVC V4 Post FVC 
Visit 5-Week 4 Pre FVC V5 Pre FVC Stability Check 
Post FVC V5 Post FVC 
Visit 6-Week 8 Pre FVC V6 Pre FVC Stability Check 
Post FVC V6 Post FVC 
Visit 7-Week 12 Pre FVC V7 Pre FVC Stability Check 
Post FVC V7 Post FVC 
Visit 8-Week 14 Pre FVC V8 Pre FVC Stability Check 
Post FVC V8 Post FVC 
Early Withdrawal Pre FVC EW Pre FVC 
Post FVC EW Post FVC 
Unscheduled Visit Pre FVC UNS Pre FVC 
Post FVC UNS Post FVC 
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INSPIRING RESPIRATORY HEALTH 


Check that patient has: 


¢ Refrained from using SABA within previous 6 hours — NOTE: if 
subject was not refrained, you will not be able to continue testing. 
Please contact your monitor regarding rescheduling the visit. 


- Has avoided caffeine drinks, alcoholic beverages, large meals and 
strenuous exercise, per protocol 


Clearly explain manoeuvre 


Subject should be: 

¢ Seated, upright 

¢ Legs not crossed, feet flat on floor 
¢ Dentures in, if well fitting 

¢ Nose clip on 

¢ Tight seal around mouthpiece 
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Spire ATS/ERS Standards: FV 


INSPIRING RESPIRATORY HEALTH 


Immediate, maximal exhalation after maximal inspiration. No hesitation. 
No cough in the first second of exhalation. 

Complete exhalation for at least 6 seconds and a good plateau. 
Maximal effort throughout the entire manoeuvre. 

3 acceptable efforts, with 2 repeatable : 


Difference between the largest and second largest FEV1 is <150ml. 
Difference between the largest and second largest FVC is <150n1l. 


Difference between the largest and second largest PEF is $0.67 L/S. 
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Vispire 


INSPIRING RESPIRATORY HEALTH 


Flow Volume Loop Volume Time Curve 


n 


<—— Sharp Point (Peak Flow) 


Continuous Smooth (Expiration) Plateau Reached 


EXPIRATION 


<@— Continuous Smooth (Exhalation) 5 
<@— Rapid Rise 
. in Flow 
bl Maximal Expiration to zero baseline, 4 
Start with followed by maximal Inspiration 
P ail no hesitation back to zero ; 
s Ps Rapid Rise in Flow 
2 
- After maximal 
laspieaTion wn gtd 1 Expiration Longer than 6 Seconds 
Start 
‘ — for Adults 


0 1 2 3 4 5 6 7 


Expiration Longer than 3 Seconds 
for Children 


“2 


15 


STRICTLY CONFIDENTIAL - NOT FOR DISTRIBUTION 


Test Effort Results 


Test Effort Screen 
Subject ID: 000499 
Type: Pre/Post 
Screening (1) 

Pre (2) 

Screening Pre (1) 
Completed Efforts: 2 


Test Requirements: 
Consistent Efforts: 2 
Required Efforts: 3 

Maximum Efforts: 8 


Comm Port: COM1 


102.9 


102.4 


FVC 
Testing Screen 


INSPIRING RESPIRATORY HEALTH 


10.90 Would you like to accept or discard this trial? 


10.96 


STRICTLY CONFIDENTIAL - NOT FOR DISTRIBUTION 


16 


INSPIRING RESPIRATORY HEALTH 


(Test effort | Results | 


Predicted Data Table: 


Trial Results Data Table: 
FYE (L ar, Re...|FVC %P..) FEV! (O) 
2.53 


a a 5/FEB/2009 09: 28 2, 103 
| vy) for3 jaar | 


106.1 (2.41 


eit pated . 
oe pat |__| 
ey pe |e a | || | 


FEVER. FEV! %.. bestTes uum ___ Trial Time aig FEVIJFVOFEF 2 


as SIFEB/2009 09:26:42. a eal 
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&, FVC Loop Graph (Trial Order) 


+} + ++ —_—_. 


2 


Volume (L) 
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_|o|x! i. 
BE 


Volume 
* 


Time 
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FYC Loop Graph {Trial Order) 


INSPIRING RESPIRATORY HEALTH 


my [=i Ee 


SS | 


> 
2 


Volume (L) 
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Loop Graph Eiisi x| 


Volume (L) 


GrapheE C (Ll >... FEV1 (L) |FEVI-R V1 %...|Best Test] TR# (Tr Trial Time card . |FEVIFYC 5-...|PEF (LiM/Exp Tim...| PEFT (..| VEXT % | Flags |Comme Rank V5 
v 1.318 v 112.9 1.005 v 95.3 v 5 26/SEP/2008 14:52:54.09 0.77 0.834 164.694 5.790 185.000 |10.39 CG PEFT Tester... 1 ti} 0.759 0.58 1.257 0.95 0 
v 1.326 v 113.6 1.005 v 95.3 4 26/SEP/2008 14:51:32.45 0.76 0.839 (160.590 6.535 185.000 5.94 CG PEFT|Tester... 2 tt} 0.734 0.55 1.261 0.95 1 
v 1.314 v 112.6 1.001 v 94.9 3 26/SEP/2008 14:50:06.17 0.76 0.826 134.406 5.890 170.000 |8.47 CG PEFT|Tester... 3 tt} 0.740 0.56 1.255 0.96 tt} 
v 1.350 lets 0.918 87.0 2 26/SEP/2008 14:49:03.56 v 0.68 0.628 180.150 6.510 115.000 1.81 Discard...101 tt} 0.736 0.55 1.262 0.93 0 
v 1.216 104.2 0.918 87.0 1 26/SEP/2008 14:47:35.573 v 0.75 0.800 (97.806 4.930 245.000 (2.38 PEFT Discard...102 tt} 0.628 0.52 1.181 0.97 0 
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Spire Quality 


INSPIRING RESPIRATORY HEALTH 


BST - Best Effort 

CON - Effort Consistent With Best 

AE- Abrupt End to Effort 

CG — Cough 

6 SEC - Expiration Time < 6 seconds 

DIS — Discarded Effort 

PEFT -PEFT 2 150 ms 

BE — Back Extrapolation (VEXT) INSPIRATION 
2 5% or 150ml 

RB-Rebreathing 


12 
<&— Sharp Point (Peak Flow) 


EXPIRATION <&— Continuous Smooth (Exhalation) 


‘ <€— Rapid Rise 


in Flow 


Maximal Expiration to zero baseline, 
followed by maximal Inspiration 
back to zero 


Start with 
; “x no hesitation 


After maximal 
Inspiration 
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6p re FVC Testing Messages 


INSPIRING RESPIRATORY HEALTH 


> AIL FVC stages: Repeatability status 


> Visits 1 & 2 Pre FVC: FEV1 Inclusion status 
¢ FEV1 must be <= 85% of Predicted at both 


> Visit 1 OR V2 Post FVC: Reversibility Inclusion status 
¢ Post FEV1 increase must be >= 12% AND >= 200 ml 


> Visits 2 —8 Pre FVC: FEV1 and PEF Stability check 


¢ Warning message will appear if PEF decreases > 30% and/or 
FEV1 decreases > 20% from Visit 1 baseline 
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Demonstration and Practice 
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INSPIRING RESPIRATORY HEALTH 


Subject Entry =) © Su bj ectE ntry 
Screen 


Initials: MJL 


DOB:(dd/mmmiyyyy) 22/SEP/1955 . List of tests that 


Randomization #: (001 Position: Sitting v h ave b een 
Subject ID: Race: Caucasian v: 
performed 


Age: Weight:(kg) 36.0 


Gender: 


Height:(cm) 


* Click on the row of 
the desired test set 


Type Test ‘VisitName Visit ‘Interval Name Interval "QA Status StageName Stage# Seq Num 


PULMONARY SCREENING (Visij1 M1-Pre FC Ps 1 
PULMONARY [SCREENING (Visit 9-5 to p rl nt 
SC E 


PULMONARY REENING (Visit 
SULMONARY RANDOMIZATION 2 
PULMONARY 

PULMONARY 


¢« System will advance 
to the Quality 
Assurance screen 
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INSPIRING RESPIRATORY HEALTH 


Info | History | eQuery | Test-Set | Actions | 


Subject 1D:000011 
Initials: bak Age:61 Sex:F 
Height:(cm)155.0 Weight:(kg)60.0 
nSpire Site: 28 Center number: 0027 

Day1(2) MCT (3) Day 1_0.125 (4) 
Test Date: 25-MAR-2008 11:21:40.000 

Predicted Normals:Crapo 1981/Cherniack PEFR 


Demographics: 


QA Statement: 


Auto QA Comments: REVIEW-Quality Error Flags present. REVIEW- Some Variability in PEFR 


Test Details for Stage: 


Discard .. 


FEVIFVOFEF 25-... 


|PEF (UiS)|Exp Tim... 


PEFT (.. 


| VEXT % | 


(Graph E..] Fve ( [Fvc a FEV (L)|FEV1 %...|Best Test|Consist... TR# (Tr..] Trial Time 
1 


|25/MARI2008 13:47:55.89 


LJ 


4.11 2.91 


W) 1.96 |726 72. (793 ra wis 
98 7334.72 Ss. LJ 


|25/MAR/2008 13:47:27.9... 


3.81 3.02 


|25/MAR/2008 13:48:19.0 


3.95 4.30 


woe 
92 (714 1.64 (756 " Ly) 4 
4.91 (ro? 160 (737 LJ La 


|25/MAR/2008 13:46:55.6... 


LJ 
LJ 
LJ 


13.17 3.86 
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Click on the 
PRINT button 


Screening ID: S-00002 
Gender M 

Position: Sitting 

Visit Visit 1 Screening (1) Ini ra Poa PVC (4) 
Randomization + Enrollment Code: 

Predicteds: 

First Test O°SEP/2009 11:59:06 Bea Tea: O8SER 2009 11:59:06 
Repon Comments: Subpets Reference Value: 3491 ReversibiliryS: -3.58 
Predicteds: Subject appears to have NOT MET the inclugon critena 
Repeatability Check Reached (PVC & FEV1) 


Spirometry Report 


oSpire Site ID: 74 
Centr 0027, PL: nSpire Health 


Race: Non-Black 

Date of Birth: 02/FEB 1953 
Weight: 78.0 

Stage: VI Pos PYC (1) 
Tech: tech! 


Lest Test OWSEP/2009 12:04:06 
Reverability L: -0.125 


anion [Pet [ton [iret [oes [town [oem aw [ter [ew [reo [ier [cor 
Se A 


eSP Vergonm 3.198 


Report Printed: 14/SEP/2009 17:22:35 
Repon printed by: mevintle_sa 


Page | of 2 


INSPIRING RESPIRATORY HEALTH 


Study Name 

nSpire site ID Number 
Center number 

Pl name 


Demographics of the patient 


Report Comments which can 
include information about inclusion, 
repeatability and stability 


Function = Reported Values 
Pred = Predicteds 

B-Meas = Best Test 

% Prd = Percentage of predicted 
Meas = Other efforts performed 
Comp = Best Values (Composite) 
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Spire FVC Testing Summary 
INSPIRING RESPIRATORY HEALTH 


What are the requirements for acceptable testing? 
What does PEFT flag signify? 

What do you do if 1 of 3 efforts performed has a ‘flag’? 
At which visits do you check inclusion status? 


How often do you perform calibration? 
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INSPIRING RESPIRATORY HEALTH 


Study Specific Communication 
Process: eQueries 


28 


a 7 : PARE, 
vispire eQueries or Electronic DCCEs 
INSPIRING ene HEALTH 


As a part of nSpire’s Centralized Quality Control services, each test and effort is 
individually reviewed to determine the quality of the data and acceptability 
according to the ATS/ERS 2005 and protocol guidelines. 


¢ eQuery is a feature within the system software that allows 
communication between the site and nSpire Health. 


* eQueries are created for test sets, i.e. Pre FVC, Post FVC 


¢ The eQueries will be uploaded to the site during the routine 
synchronizations. 


The site must respond to EVERY eQuery until resolution. 
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Spire eQueries or Electronic DCC 


INSPIRING RESPIRATORY HEALTH 
ltems communicated via eQueries are: 


¢ adjustments to spirometry test results 
¢ demographic data discrepancies 
¢ protocol non-compliance 


* missing or incomplete visits 


eQueries will be generated, at minimum, for: 
¢ unacceptable test sets 


¢ selection of new best effort 
¢ discarded efforts considered acceptable 
eQuery Resolution 


Sites must respond to every eQuery until resolution. 
If this doesn’t occur in a timely manner, nSpire Heath will escalate to Actelion. 
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14 
"; 


Vispire eQuery Notifi 


INSPIRING RESPIRATORY HEALTH 


im CLINICAL RESEBA 
PSpire ALRE 


INSPIRING RESPIRATORY HEALTH 


The mailbox indicates there are new eQueries pending your review and 
response. Click on the red Mailbox to open a list of test sets with new eQueries. 
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Yispire eQuery To | 


INSPIRING RESPIRATORY HEALTH 


TODOLIST Display Selection =PFT In Progress Number of Records=579 
tai Grade Site “'Screening IO: VisitName Visit Interval Name Intenal# © StageName Staye# ©» VisitDate~=«‘TestSeo# ©» TralDate «= State 
| Rowt —_|nProgress Other Im — G-00000 ——Wist2Baseline 2 PlethEnty PlethEnty 4 20vSEPI2010 0824 NSEPI20I0 094° 
Row? —_InProgress_Aeveptatle D7 S-00001— Pts Pernwc pervC| (BISEPI2010 090 (GISEPI2010 09 Aven 
__Fow3_InProyess _BorderineAccenta7t —§-00008__—_(MsttSurening PostFiC (PostFvG | {4/SEP/2010 08 44 {4/SEP!2010 00° Sub 
| Row4 —_InProgress Acceptable 2716-00008 Misi Sueening 4 eric (PreFVC | {4SEPII010 0844 ‘qsepin0t0 034" 
cee ee sit j PostF¥C BPostFvC OQ/SEPI2010 08:31 QQISEPI2010003.~ 
| Rowé —IinProgress Borderline Accept?! © $0005 Nis { Prefve = 4PrerVC OY/SEPI2040 08:11 OUSEPI201008:2 
sit 4 PostFVC APostFVC QYISEPI2010 0901 QISEPI2010 005, 
Row 8 jnProgress _Accentatle —271_—$-00007_/ Mist2Baseline 2 Plenty, § = V2 PletEnhy | © UGI20VOOEH © MUGI20IO OR 
Pow 9 jnProgess _BorderineAvept27!___§-00005 [Mist 2Baselne 2 PletEnby = Plet ty 1 MUGINONDO7.21 MU D010 17 40VE. 
Row 10 nProgress Borderie Avent?! 600004 Mish Baseline 2 Plenty 4 Plenty | mmnvonotoosa = ——«asauovaotO 102" 
Pow tt InProyess Borderine venta?! 00002 [Mitt Seong |_—PreFG =] MV PePC, 1 = AUG2OYOOBtT DAU GI21008:2Bore 
Pow 12 InPromess Borderine Avent?! 00006 Mitt Seng |_—SPreFG 2M Pre f= MUG2OY0O7Z1 MU GI2010073Bore 
__ Pow ti InPromess BorderineAvepta7i 00001 Mitt Senin |_—PreFG =] MV Pre f= MUG2OYOOG MU G}201000:2NOTE 
Pow t InProyess Borderine Avepta7i 00007 Mit Swen _—Pre@ 1 SPS AAUG2OYOOBM ~——_AAUG010 08 4QUE- 
Pow 5 jnProgress _Borerine Avept271__—§-0000 Mist Suveenng t_— Pre 2 MPa UC MUGI2ONOORAI §—————MUGI010 0:58 
Row 6__jnProgress _BorerineAvept271___$-00094 Mist Suveenng t_— Pre 2M Pre VC} MUGI2ON00801 MU GI010 08:18 


From the To Do list, click on the test file you want to review. Each 


row represents an individual eQuery file that must be answered. 
32 
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INSPIRING RESPIRATORY HEALTH 


pst-Set | Actions | 


pyect 1D:000011 
Initials: bak Age:61 Sex:F 
Height:(cm)155.0 Weight:(kg)60.0 
nSpire Site: 28 Center number: 0027 
Day 1 (2) MCT (3) Day 1_0.125 (4) 
Test Date: 25-MAR-2008 11:21:40.000 


Medea tera beh ee a After selecting the eQuery 
a file the software will 
| | advance to the QA review 
screen for that file, as 
shown on the left. 


Demographics: 


| Reference Stability% | ).| FYE FEV (L)_ | FEVIJFVC PEF (US) FEF 25-75% . 


— _ _ — 
Test Details for Stage: 
[Graph E..| FVC (Q Fvc %P..| FEV1 (Q|FEV1 %. |Best Test|Consist. TR# Cr. Trial Time Discard |FEVIJFVOFEF 25-..|PEF (S)|Exp Tim..| PEFT (..| VEXT % || 
Ww) 96 726 729.3 iv] 25/MAR/2008 13:47:55.89 ] lose i230 4.11 


; i 3.06 . 
toe (7332793 2 25/MAR/2008 13:47:27.9... 087 (210 3.81 i i 3.03 Click on the eQuer Tab to 
192 i714 (1.64 «(75.6 4 25iMARI2008 13:48:19.0 Loss (2.06 : e (2.60 
1.91 73.7 1 25/MAR/2008 13:46:55.6... | 084 1.69 : : 2.62 
| | h 
review the equery. 
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INSPIRING RESPIRATORY HEALTH 


Info | ‘History | eQuery | Test-Set | Actions | 


| Last Printed | 


Pri... Last Printed | __Analysis Comments 
i) | ‘New best chosen 


a _ Ss *To view the eQuery, click on the 
text in the Analysis Comments 
field. 

*To respond, click into the Site 
Comments field directly to the right 
of the Analysis Comments. 


| covey Eatvauescepeaupn Eeewone |= The Site Comments dialog box 
i Fti“‘C_CE | appears. Type in your comments 
ea ; and click OK. 
¢When prompted, enter your 
a password (electronic signature). 


*Click on the Submit button to 
save your comments. 


Verify Electronic Signature 


understand and agree that by entering my password 
in this box, | am applying my legal signature to this 


sane Coiba coliy all data changes that may result If you do not press Submit 
the eQuery will not be saved 
or transmitted. 
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Subject Entry 


Randomization #: 
Subject ID: 


Age: 


Initials: 
DOB:(ddimmmiyyyy) 
Position: 

Race: 


Weight:(kg) 


22/9EPM 955 


Caucasian 


36.0 


eQueries are 
created for test 
sets 


sh On the “Subject 
=e Entry” Screen, 
select the test set 
you want to use 


‘Visit Name Visit# ‘interval Name —_Intervalit "QA Status ‘Stage Name _Stage# "Seq Num 


|SCREENING (Visijt 1-Pre FYC 1 
SCREENING (Visi/1 1 
SCREENING (Visi/1 | 1 
1 
1 
1 


RANDOMIZATION 2 
RANDOMIZATION 2 
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INSPIRING RESPIRATORY HEALTH 


{ Info | History | eQuery | Test-Set | Actions | 1 . Put the Cu rsor in the 


i + Last Printed | Analysis Comments ee Num [Analysis Na... Clie S ite Co mM mM e nts F e | d 
¥v c 
iz | l 2 | 


2. The Site Comments 
Box will come up. Type 
in your comments, 
question, concern, etc. 


7 Click “OK” 
Site Comments 


— upon Electronic i 4 ; Ve rify you r elect ro n i Cc 
Lo : oe | signature 


|| made a mistake and tested subject 000012 under | 

|subject 000011's number. What can | do 2 &c “455 
5. Click on the “Submit 

Button 


NOTE: If you forget to 
click on the “Submit” 
Button the query will 
not be saved or 
transmitted 


oK | |_CANCEL 
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INSPIRING RESPIRATORY HEALTH 


Red Mailbox on Home Screen indicates ? 
What type of issues are communicated? 
How often should you check for eQueries? 


What must you do to save your equery response and send it to 
nSpire? 
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/ispire 


| R H 
Click on “Exit” when “logging off’ but not closing the eSP saiaeiesieiiauaaiiiaeeaiacaiiaal 


application 


Click on the “X” box in the upper right hand corner of the window 
when you are closing out of the eSP application 


SS ae 


on™ CLINICAL RESE? 
v ‘Spire : 


INSPIRING RESPIRATORY HEALTH 
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"1 spire Customer Suppor 


INSPIRING RESPIRATORY HEALTH 
We provide 24 hour technical support via our Help Desk with toll free 
number provided for your country 


Contact us with: 
¢ Equipment Issues 
¢ Software Questions or Issues 
¢ Spirometry Related Protocol Questions 
¢ Problems with Synchronization 
¢ Supply orders 


Please leave a message if an agent does not pickup immediately. 
Include your name, site number, study, contact information and brief 
explanation of the issue. 


An e-mail alert containing your message will be sent to all Helpdesk 
agents letting them know a call was received. Your call will be returned, if 
requested. 
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2. 
Yispire 


INSPIRING RESPIRATORY HEALTH 


1. How are demographic changes made? 


Make all demographic changes on the subject screen. You 
will be required to note a reason for the change. 


2. What if the site administrator leaves? 


Ask them to create an account for the new administrator 
before they leave, OR 


Contact nSpire technical support to reset the Pl Admin 
account (First six letters of Pl’s last name.) 


3. What if a new technician is hired? 
Follow the certification process in users guide. 
4. After Synchronization, must the system stay connected during 
testing? 
No, the system can be disconnected during testing. 
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YW 


Spire 


INSPIRING RESPIRATORY HEALTH 


Must calibrations be done every day? 


Yes, as in this study you cannot predict when a subject 
will be available for testing and calibration must be 
performed prior to testing. 


Can the laptop be left on overnight? 
No. Please shutdown at the end of the day. 
How are passwords reset? 


Your site administrator can reset your password. nSpire’s 
Help Desk can also reset the password. 


Can | move the laptop without shutting it off? 


Yes, if you don’t close the lid. Closing the lid, or leaving it 
idle for a long time, puts it into hibernation mode, and you 
will lose the connection to the Koko handle. 
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INSPIRING RESPIRATORY HEALTH 


Questions? 


Technician enablement 
process follows 
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